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Intertek Testing Services Taiwan Ltd. 

8F., No. 423, Ruiguang Rd., Neihu District, Taipei 11492, Taiwan, R.O.C. 

全國公證檢驗股份有限公司 
11492 台北市內湖區瑞光路 423 號 8 樓 

Tel: (+886-2) 6602-2888．2797-8885 Fax: (+886-2) 6602-2410 

Applicant: AcoMo Technology Date : Aug 30, 2016 
 3F., No.120, 

Zhonghua Rd., Hukou Township, 
Hsinchu County 303, 
Taiwan (R.O.C.) 
  

 

Sample Description: 
One (1) group of submitted sample said to be : 
Item Name : AcoMo PS Professional Sterillizer 
Item No. : 6 minutes 
Country of Origin : Taiwan 
Date Sample Received : Aug 16, 2016 
Date Test Started  : Aug 18, 2016 

 
 
 

 
Test Conducted: 

As requested by the applicant, for details please refer to attached pages. 
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Antimicrobial Activity Test 

 
As per applicant’s request, the procedures are described below: 
 
I.  The sterilizer set for feeding bottle 

1. Spread culture suspension (~104 CFU/ml) at the bottom of the feeding bottle. 
2. Put the feeding bottle into submitted sample and turned on the power switch for 6 mins. 
3. Rinsed the feeding bottle with 10 mL 0.85 % NaCl buffer solution. 
4. Counted the number of bacteria and calculated the antimicrobial activity. 

 
Test result:  

 
Test Organism 

(Strain Number) 
Escherichia coli  
(ATCC 8739) 

The number of bacteria before test (CFU)(a) 3.20 x 104 
The number of bacteria after test (CFU)(b)  < 10 
Antimicrobial Activity (%) > 99.97 

 
II. The sterilizer set for breast pump 

1. Spread culture suspension (~104 CFU/ml) inside the breast shield. 
2. Put the breast pump into submitted sample and turned on the power switch for 6 mins. 
3. Rinsed the beast shield with 10 mL 0.85 % NaCl buffer solution. 
4. Counted the number of bacteria and calculated the antimicrobial activity. 

 
Test result:  

 
Test Organism 

(Strain Number) 
Escherichia coli  
(ATCC 8739) 

The number of bacteria before test (CFU)(a) 3.70 x 104 
The number of bacteria after test (CFU)(b)  5.30 x 102 
Antimicrobial Activity (%) 98.57 

 
Remark： CFU = Colony forming unit 
 < = Less than 
 > = More than 

 
Formula: Antimicrobial Activity (%) = (a-b)/a x 100 % 
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The sterilizer set for feeding bottle 

The number of bacteria before test The number of bacteria after test 

 
The sterilizer set for breast pump 

The number of bacteria before test The number of bacteria after test 
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                                                                                The photo was provided by applicant. 

 
  

End of Report 
 

This report is made solely on the basis of your instructions and/or information and materials supplied by you. It is not intended to be a recommendation for any particular course of action. Intertek 
does not accept a duty of care or any other responsibility to any person other than the Client in respect of this report and only accepts liability to the Client insofar as is expressly contained in the 
terms and conditions governing Intertek's provision of services to you. Intertek makes no warranties or representations either express or implied with respect to this report save as provided for in 
those terms and conditions. We have aimed to conduct the Review on a diligent and careful basis and we do not accept any liability to you for any loss arising out of or in connection with this 
report, in contract, tort, by statute or otherwise, except in the event of our gross negligence or wilful misconduct. 
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